In this work, various parameters that influence the ionic content and pH of exhaled breath condensate in terms of the noninvasive diagnosis of gastroesophageal reflux disease were studied. Exhaled breath condensate samples were collected using a miniature and inexpensive sampling device. Capillary electrophoresis with contactless conductometric detection was used to monitor the ionic content of exhaled breath condensate. Background electrolyte composed of 20 mM of 2-(N-Morpholino)ethanesulfonic acid, 20 mM of L-Histidine, 2 mM of 18-Crown-6 and 30 µM of cetyltrimethylammonium bromide facilitated the rapid separation of anions and cations, both in less than 2 minutes. The possibility of contamination of the exhaled breath condensate by saliva is discussed in detail. The day-to-day repeatability (n=5) of the ionic content and pH of the exhaled breath condensate was studied and was satisfactory, reflecting mainly the physiological variability.
Introduction
Gastroesophageal reflux disease (GERD) is a disease caused by the backflow of gastric contents into the esophagus due to the failure of physiological antireflux mechanisms and can lead to symptoms such as a chronic cough, globus sensation, laryngitis, pharyngitis, rhinosinusitis, otitis media, bronchial asthma, chronic obstructive pulmonary disease, sleep apnea and noncardiac chest pain [1, 2] . Currently, no suitable, non-invasive diagnostic method for GERD is applicable in clinical practice. Nowadays, the gold standard with regard to the diagnosis of GERD is a 24-hour multichannel intraluminal impedance-pH technique (MII-pH) that is rather invasive [3] . Non-invasive sampling is becoming more important. Exhaled breath condensate (EBC) as one of several noninvasive samples can be easily obtained by the cooling and subsequent condensation of exhaled breath. The EBC is composed mainly of water, however, it also contains volatile and non-volatile compounds (inorganic ions, organic acids) that can be useful as biomarkers of various diseases [4] .
The identification of ions in EBC samples is easily achieved by capillary electrophoresis (CE). The main ad- * Correspondence: gregus@mail.muni.cz vantage of this method is that it is able to cope with a minute volume of samples and analyses are often very rapid. Another parameter that is often used to diagnose GERD is pH, measured by a conventional MII-pH probe, which is both invasive and costly. The pH can also be measured in collected samples of EBC [5] which is noninvasive and cheaper. Monitoring various parameters of EBC in patients suffering from symptoms of extraesophageal/gastroesophageal reflux disease is an attractive, simple and non-invasive approach that could be used as a surrogate for other, more invasive diagnostic methods. However, to obtain relevant results, various parameters that can affect the results such as sampling procedures, effects of food and drinks and the intraday variability of individuals have to be studied prior to the use of EBC sampling in diagnostics.
Experimental

Instrumentation
A purpose-built CE instrument was used for all CE analyses. The separation voltage was provided by a highvoltage power-supply unit (DX250, EMCO High Voltage, Sutter Creek, CA, USA). A custom-made contactless conductivity detector (C4D, Version 5.06, ADMET 10 cm 2 mL syringe straw hollow aluminum cylinder septum Figure 1 : The photo of the components used to build a miniature EBC sampling device. s.r.o., Prague, Czech Republic) operating at a frequency of 1.8432 MHz and a voltage of 50 V p−p using a 24-bit A/D converter (ORCA 2800, ECOM s.r.o., Prague, Czech Republic) was used to detect separated analytes and collect data. CE analyses were performed in fused-silica capillaries (inner diameter (ID) of 50 µm, outer diameter (OD) of 375 µm, total length of 40 cm, effective length of 17 cm, MicroQuartz GmbH, Munich, Germany). Injection of a standard solution and samples was performed hydrodynamically. Two Pt wires (OD of 0.5 mm, length of 3 cm, Advent Research Materials Ltd., Eynsham, England) were inserted into the electrolyte vials to serve as electrodes. All CE experiments were performed at ambient temperature.
To measure the pH of the EBC samples, CO 2 present in these samples was removed by a stream of N 2 gas (nitrogen generator, RP-ZE-N2L3000). The pH was measured using a pH microelectrode (MI-410 Microcombination pH Probe, Microelectrodes, Inc., Bedford, New Hampshire, USA) and pH-meter (Orion Star TM A111 pH Benchtop Meter, Thermo Fisher Scientific, Waltham, Massachusetts, USA).
EBC samples were collected from the volunteers using an EBC sampler previously developed by our group [6, 7] . Briefly, the sampler for collection of EBC was constructed from a 2-mL syringe (B. Braun Melsungen AG, Melsungen, Germany) and a 5 cm-long hollow aluminum cylinder (see Fig. 1 ) with an outer diameter (OD) of 2.5 cm and an inner diameter (ID) precisely matching the outer diameter of the syringe to facilitate efficient cooling of the walls. The cylinder was kept in a deep freezer at -17
• C and an insulation sleeve was used during collection to maintain the temperature for the whole duration of the sampling procedure. Another aim of this insulation sleeve was to prevent frostbite during collection of the sample. Straw (purchased from a local store) with an OD of 6 mm and wall thickness of 0.2 mm was used to exhale the air through the sampler. The end of the syringe was enclosed with a parafilm septum to avoid EBC loss.
Chemicals
All chemicals were of reagent grade, and deionized (DI) water was used for preparation and dilution of the stock solution. Stock solutions (10 mM) consisting of inorganic anions and cations were prepared from their sodium and chloride salts (NaCl, NaNO 3 , NaNO 2 , Na 2 SO 4 , KCl, CaCl 2 , MgCl 2 ) with the exception of ammonium, the stock solution of which was prepared from ammonium fluoride (all from PLIVA-Lachema, Brno, Czech Republic). The stock solutions of anions from organic acids were prepared from lithium acetate dihydrate, lithium lactate, propionic acid and butyric acid (all from SigmaAldrich, Steinheim, Germany).
The background electrolyte (BGE) for CE measurements was prepared daily by diluting 100 mM stock solutions of 2-(N-Morpholino)ethanesulfonic acid (MES), L-Histidine (His) and 100 mM 18-Crown-6 (all Sigma-Aldrich) to the required concentration. Hexadecyltrimethylammonium bromide (CTAB, Sigma-Aldrich) was prepared as 10 mM stock solution in 5 % acetonitrile and was added to the BGE to yield the final concentration of 30 µM.
Capillary conditioning
Prior to its first use, the separation capillary was preconditioned by flushing it with 0.1 M NaOH for 30 mins, DI water for 30 mins and BGE solution for 20 mins. Between two successive injections, the capillary was flushed with BGE solution for 1 min. At the end of a working day, the capillaries were washed with DI water for 15 mins and stored in DI water overnight.
Results and Analysis
EBC sampling procedure
The collection of EBC consists of several steps: deep exhalation until the lungs were as empty as possible, followed by rapid inhalation (1-2 s) and finally gradual complete exhalation into the sampling device (8-10 s). This procedure was suggested by Almstrand et al. [8] and yielded the highest concentration of respiratory droplets and, therefore, the highest concentrations of non-volatile substances present in EBC. The volunteer was asked to exhale three times into the sampling device according to the proposed procedure. After the EBC sampling had been completed, the condensate from the syringe walls was wiped with the plunger of the syringe as far as the tip of the syringe and transferred to the sample vial for CE analysis. Often, only one exhalation (30 µL of the sample) was sufficient to obtain a sizable amount of EBC for CE analysis. During the wiping procedure, the condensate collected from the walls is naturally mixed and a representative EBC sample is thus obtained. To maintain the simplicity, low costs and wide availability of the components necessary for the EBC sampler, a saliva trap was not included. Therefore, one can occasionally expect interference from saliva droplets.
This can happen especially when sampling of long durations is applied or EBC is collected from patients with serious lung diseases and/or children. Nevertheless, saliva contamination is very rare and happened in ca. 1 in every 100 samples. Contaminated samples were easily identified and excluded from further investigations. Fig.  2 shows the CE separation of anions from two EBC samples; an EBC sample obtained from 3 deep exhalations (≈ 100 µL of EBC) and the same EBC sample spiked with 1 µL of human saliva (to simulate saliva contamination). The EBC sample spiked with saliva displayed a huge increase in the concentration of all anions which significantly exceeded the upper limits of concentrations found in healthy individuals or patients suffering from various lung diseases [9, 10] . Another even more suitable indicator is the thiocyanate, normally present in human saliva [11] but not in EBC.
Cationic analysis of the same two samples (Fig. 3) exhibited the highest increase in sodium and potassium, again way above the normal levels as far as the concentrations of healthy people and sufferers are concerned. Other cations also exhibited increases. 
Day-to-day repeatability of the ionic content of EBC
In the next part of the study, the day-to-day repeatability of the ionic content of EBC (over the following 5 days) obtained from three healthy persons (#1, #2 and #3) was studied. Samples were collected in the morning, before breakfast, and all volunteers were asked not to drink or eat before the sampling, the only exception was the consumption of tap water. EBC samples were obtained from single exhalations by using the EBC sampler. All samples were analyzed by CE-C4D and peak areas of all ions in the electropherograms were integrated. The resultant peak areas (PA) for selected ions (ammonium, sodium, acetate and nitrite) were plotted against each of the five days (Fig. 4) . From this figure, a sufficient repeatability of all ions present in EBC samples over the five days can be seen. Although the spread might seem large, this is caused mainly by the physiological variability of the ion concentration in EBC.
Day-to-day repeatability of the pH of EBC
Except for cations and anions, which were measured by CE-C4D, other parameters, e.g. exhaled breath volume (measured by spirometry) or the pH of EBC, can be necessary for standardization and diagnostic purposes [12, 13] . The pH of EBC samples was measured and the current experimental setup allowed for pH measurements to be made from as little as 10 µL of EBC. The pH of EBC obtained from a single exhalation can thus be easily measured. The pH of EBC samples obtained in the previous section (day-to-day repeatability) was measured before and after degasification with N 2 (1.8 atm for 5 mins.), and the resultant data can be seen in Fig. 5 . It is known that the degasification of liquids by an inert gas, such as N 2 , can remove dissolved gases, e.g. CO 2 [14] . Our experiments support this premise since an increase in the pH of all samples was observed after degasification with N 2 . Moreover, degasification of the EBC samples significantly increased the repeatability of pH values over the 5 days of the day-to-day study.
Other parameters that influence the ionic content of EBC and the pH
The influence of various foods, drinks and meals on the ionic content and pH of EBC was also examined. Two EBC control samples (taken in the morning, before breakfast during which only water could be drunk) were obtained from one healthy person. These samples were compared with the two EBC samples from the same day and after one of the following foods/drinks/mealsbreakfast, lunch, chocolate, coffee, orange juice, milk, chewing gum or after cleaning teeth with toothpaste or hour following the flushing of the mouth with DI water was suggested prior to the EBC collection to obtain a relevant EBC sample.
Conclusion
In this work, capillary electrophoresis with contactless conductometric detection was used to study the day-today repeatability of the ionic content of EBC. The pH of EBC before and after degasification with a stream of N 2 was studied by a pH microelectrode over five consecutive days. The influence of various foods and drinks on the ionic content of EBC was investigated and exhibited significant differences between EBC samples. It has been shown that EBC is influenced by various parameters. Therefore, healthy individuals or patients should provide their EBC samples in the morning before breakfast/brushing teeth or at least one hour after consuming any food or drink last followed by flushing of the mouth with DI water. 
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